Freqyeiicy Stanciarcis 
Coinpoaeat Oscillators 
Series 9400 

liitroitaictioii 

RaceJ-Dana cry^ contrdled frequency ^auidards 
featojre low power con^mption, good tar5perature 
staNlization, and excellent aging performance. TTiis 
makes fh©m ideal for use in cwnmunications equifxnent 
and precison instrumenrts. They are built to stringent 


f^edMcations 


Modiri HuifrtMr 

9420 

9421 

9442/5, 12 

9443 

Output Frequency 

5 MHz 

Output Level 

(Peak-to-Peak) 

IV into 50 ohms 

IV into 1000 ohms 

Opwuting Terr^er«UH« 

-imc to +60^ 

Mly Afilns Bate 

{after 3 mwiths) 

<5 X 10-" 

<3 X 10-* 

tfrne 

20 mimses to 1 x 10"’ 

6 rrMnutes to 2 x 10"^ 

Stability with Temperature 
Oiwiga (p^ “C) 

±6 X 10-’* 

±3 X 10-‘ 

±4 X 10-* 

Wld) vm 

Supply Voltage Change 

±5 X 10-* 

±3 X 10^ 

±4 X 10-* 

StabHIty idth 10H 
UhkI Char>ge 

±5 X 10-* 

±3 X 10-* 

±5 X 10-* 

THm Range 

0arts in 

-8 to +2 

~7 to +3 

-®) to +30 

Supply Voltage 
Typlcat Supply Current 

(ste Vferm-up) 

12V 

120 mA 

5V 

250 mA 

6V cx 12V 

IK) mA {5V) 
60 mA (12V) 

5V 

170 mA 

DImenaions 

51 X 51 X 96 mm 
(2 X 2 X 3.75 inches) 

51 X 51 X 51 mm 
{2x2x2 iiKihes) 

51 X 51 X 32 mm 
(2 X 2 X 1,25 iftches) 

Base 

B7G 


military ^:«dftc^ons and use high qualify glass or 
coldvreld sealed crystals. During produdion, the 
temperdure and aging performance of each oscillator is 
checl^ and recorded, ^all size, rugged condruction, 
and fast warm-up characterises make these oscillators 
particularly suitable for transprxtable equipment. 


S«rl 0 s 94(HI Ordeiliig Infomtation 
Model 9420: Oven Reference OsdIlatcB- 
Model 9421; Ovan Reference Oscilldor 
Model 9442/5: Fa^ Warm-Up Oven Oscillator 
Model 9442/12; Fast Warm-Up Oven Oscillator 
Modid 9443; Miniature Fa^ VWtrm-Up Oven Osdilatc^ 

Model 9462: Used in US military contract 1 992 counters 

1992 options : 

04A 9444* or 1 1-1710 Approx, cube 5 cm, only one adjustment 
04B 9423 

04E 9462* or 404386 (?) or 454879* Approx 5x5x1 0cm, two adjustments 
04E oscillator is labeled "9462 454879, Rev. A ERC 87-34" 

* = verified labeling in actual counters 
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